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Microcirculation imaging based on full-range high-speed
spectral domain correlation mapping optical coherence
tomography

Hrebesh M. Subhasha and Martin J. Leahya,b
aNational University of Ireland, Tissue Optics and Microcirculation Imaging Facility, National Biophotonics and Imaging Platform, University Road,
Galway, Ireland
bRoyal College of Surgeons in Ireland, 123 St Stephens Green, Dublin 2, Ireland

Abstract. Microcirculation imaging is a key parameter for studying the pathophysiological processes of various
disease conditions, in both clinical and fundamental research. A full-range spectral-domain correlation mapping
optical coherence tomography (cm-OCT) method to obtain a complex-conjugate-free, full-range depth-resolved
microcirculation map is presented. The proposed system is based on a high-speed spectrometer at 91 kHz
with a modified scanning protocol to achieve higher acquisition speed to render cm-OCT images with high-
speed and wide scan range. The mirror image elimination is based on linear phase modulation of B-frames by
introducing a slight off-set of the probe beam with respect to the lateral scanning fast mirror’s pivot axis. An algo-
rithm that exploits the Hilbert transform to obtain a complex-conjugate-free image in conjunction with the cm-OCT
algorithm is used to obtain full-range imaging of microcirculation within tissue beds in vivo. The estimated sensi-
tivity of the system was around 105 dB near the zero-delay line with ∼20 dB roll-off from �0.5 to �3 mm imaging-
depth position. The estimated axial and lateral resolutions are ∼12 and ∼30 μm, respectively. A direct conse-
quence of this complex conjugate artifact elimination is the enhanced flow imaging sensitivity for deep tissue im-
aging application by imaging through the most sensitive zero-delay line and doubling the imaging range. © The
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1 Introduction
Optical coherence tomography (OCT) is an emerging noninva-
sive imaging technique for anatomical and functional subsurface
imaging with great potential for a wide range of biomedical
applications.1 Within the last decade, OCT and its functional
variants has been successfully used for in vivo biomedical im-
aging for a range of applications, especially in the fields of oph-
thalmology and intravascular imaging, and has a potential for
future “optical biopsy” in dermatology as well as for applica-
tions outside the field of biomedical imaging.2 Through devel-
opments of endoscopic probes, it can be applied to epithelial
cancers on any accessible surface. With the recent advances
in light source and detection technology, the development in
OCT has shifted toward spectral-domain OCT (SDOCT) and
swept-source OCT (SSOCT), since it has been shown that
these frequency-domain OCT versions have advantages in
terms of acquisition speed and sensitivity, as compared to
time-domain OCT.3–5 Recently, the functional extension of
the OCT technique to image depth-resolved microcirculation
has become a very promising area of research. There is a grow-
ing interest in the field of development of various types of OCT-
based angiographic techniques, which aims to visualize the

lumens and architecture of blood vessels in many clinical
and fundamental areas of research, including cardiology, derma-
tology, neurology, ophthalmology, small animal imaging stud-
ies, and so forth.6 OCT-based angiography techniques utilize the
red blood cell scattering dynamics as contrast mechanism,
which exhibits phase or amplitude fluctuations over time,
while the static tissue scattering is relatively constant over
time. There are mainly three categories of OCT-based angiog-
raphy methods, which are essentially based on the utilization of
the complex nature of the OCT signal to obtain the microcircu-
lation map: phase-based techniques,7–11 magnitude-based tech-
niques,12–17 and techniques that use the complex data,18–23

incorporating both magnitude and phase information.
Optical Doppler tomography or Doppler OCT (D-OCT) is an

example of a purely phase-based technique for imaging flow
velocity of moving particles in a highly scattering medium.7,8

In D-OCT, based on SD or SS implementation, the blood cir-
culation is evaluated by taking the phase difference between
adjacent A-line scans in B-frame.7–11 Although the D-OCTalgo-
rithm is capable of imaging and quantification of flow velocity
in relatively large blood vessels,8,24 the velocity of the dynamic
component of small vessels are underestimated due to the pres-
ence of static scattering.20,24 Moreover, this technique is sensi-
tive to the Doppler angle and is unable to detect the flow
components perpendicular to the scanning beam.25,26 Phase vari-
ance11 and Doppler variance are other alternative phase-based
methods developed for the visualization of microcirculation.27
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Unlike D-OCT, these methods are insensitive to Doppler angle.
These methods are capable of detecting both transverse and
axial flow, and do not require any nonperpendicular beam of
incidence. Optical microangiography (OMAG)18 and rapid
volumetric angiography21 are examples of techniques that utilize
the complex field of both amplitude and phase of the OCT sig-
nal. OMAG utilizes a modified Hilbert-transform-based algo-
rithm to separate the dynamic scatterers from static tissue
background. By applying the OMAG algorithm along the
slow scanning axis, high-sensitivity imaging of capillary flow
can be achieved. For obtaining high sensitivity, OMAG requires
the removal of bulk motion artifact by resolving the Doppler
shift. Recently, the flow sensitivity of OMAG has been
enhanced using a new processing and scanning protocol termed
ultra-high-sensitive OMAG,20 which utilizes the OMAG algo-
rithm in the C-scan direction to obtain high-sensitivity flow
map. To date, based on SDOCT technology, a couple of
OCT angiography techniques utilizing the complex field of
the OCT signal have been proposed by various research
groups.28–30 However, phase-based methods are more suscep-
tible to the axial movement of bulk tissue and other sources
of motion artifacts such as galvanometer jitter, physiological
motion, and thermal drift, which require more sophisticated
methods of the bulk motion phase correction. On the other
hand, magnitude-based angiography techniques are purely
based on the amplitude of the OCT signal. Techniques termed
speckle-variance OCT12,13 and split-spectrum amplitude decor-
relation angiography16 are examples of magnitude-based
methods. Unlike phase-based technique, magnitude-based tech-
niques are insensitive to bulk phase changes and, therefore, do
not require any sophisticated phase correction methods.

Correlation mapping OCT (cm-OCT)14,15 is another purely
magnitude-based angiography technique developed by our
group, which takes advantage of the time-varying speckle effect,
which is normally dominant in the vicinity of vascular regions
compared to static tissue region. It utilizes the correlation coef-
ficient as a direct measurement of decorrelation between
two adjacent B-frames to enhance the visibility of microcircu-
lation. By using an unmodified commercial SSOCT system
(OCM1300SS, Thorlabs Inc., Newton, NJ) with an axial scan
rate of 16 kHz, we have successfully used cm-OCT for a number
of biological imaging applications, such as small animal cer-
ebral perfusion imaging, human cutaneous and volar forearm
microcirculation imaging, etc. However, the reported cm-
OCT was based on a commercial SSOCT system with a rela-
tively slow axial-scan rate and which does not provide direct
control over the scan patterns to implement repeated scanning
over the same B-scan location to provide better correlation con-
trast. Thus, this system requires a dense scan protocol to accom-
plish better correlation between adjacent B-frames such that the
interframe separation was within the resolution limit of the OCT
system to ensure strong correlation between adjacent frames.
The overall acquisition time for a scan area of 3 mm × 3 mm ×
3 mm (1024 × 1024 × 512) was ∼70 s, which drastically limits
the overall system performance for real-world in vivo imaging
applications.

In this paper, in order to overcome these limitations, we
present an improved cm-OCT technique based on a custom-
built high-speed SDOCT system and introduced a modified
scanning protocol with full-range complex-conjugate-free imag-
ing capability. The modified scanning protocol measures
repeated B-scans at the same location to generate a high-

sensitivity correlation map between successive B-frames and
a constant modulation frequency was introduced into the spatial
interferograms to provide complex-conjugate-free cm-OCT
images. Thus, this method has the additional advantages of dou-
bling the depth range, which enables access to the high-sensi-
tivity imaging region close to the zero optical path delay (OPD).
We implemented the full-range imaging by offsetting the sample
beam from the pivot axis of the x-scanner.28–32 This causes a
path length modulation during x-scanning, thus introducing a
modulation frequency in the B-scan interferograms. Another ad-
vantage of this method is that any additional phase shifting ele-
ments normally needed to realize frequency modulation in a
single B-scan are avoided. Furthermore, the modulation fre-
quency is inherently given by the system itself. These aspects
provide us a potential to achieve high-speed full-range complex
cm-OCT imaging without restriction on any additional hardware
component, and without limitation on the imaging speed, which
is important for in vivo imaging applications. This scanning pro-
tocol can provide better background suppression and wide scan-
ning with a relatively short acquisition time.

2 Experimental Setup and Methods

2.1 High-Speed Full-Range Spectral-Domain OCT
System

The schematic of the high-speed full-range SDOCT setup is
depicted in Fig. 1. A broadband 1310 nm superluminescent
diode with bandwidth of 83 nm (SLD, Dense Light,
Singapore) was coupled into the interferometer, via an optical
coupler. The spectrometer consisted of a 50-mm focal length
collimator, a 1145 − lines∕mm transmitting grating, an achro-
matic lens with a 100-mm focal length, and a 14-bit, 1024-pixels
InGaAs line scan camera (SU1024LDH2, Goodrich Ltd., USA)
with a maximum acquisition rate of 91 kHz. This spectrometer
setup had a spectral resolution of 0.1432 nm, which gave a
maximum imaging range of ∼6 mm (in air). The measured
axial imaging resolution of the system was ∼12 μm in air
(∼9.2 μm in human skin). The sample arm consists of a pair
of galvanometric driven mirrors and a 5× objective
(LSM003Thorlabs Inc.), which provided a lateral resolution
of ∼30 μm. The measured sensitivity of the system was
∼105 dB near the zero-delay line. The sensitivity dropoff of
the system was ∼20 dB at a depth range of �3 mm.

The inset in Fig. 1 shows the scanner mirror offset-based
phase modulation technique implemented for obtaining the
complex-conjugate-free full-range OCT. This is a direct adop-
tion of the modulation technique originally developed by
Podoleanu et al.,28 for generating a stable carrier frequency
for an en-face OCT scanning system, and further developed
by several other groups.29–31 To achieve full-range cm-OCT im-
aging, we first added a constant phase shift into adjacent A-lines
by offsetting the incident beam of sample arm away from the
pivot of the x-scanner. The resultant modulation frequency fc
can be expressed as32

fc ¼ 4δω∕λ; (1)

where δ is the offset displacement of the sample beam away
from the pivot point on the x-scanner, as shown in the inset
of Fig. 1(b), and ω is the angular scanning frequency of the
x-scanner during imaging. In our case, the displacement
δ was set 1.6 mm away from the pivot point. Thus, with a
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B-frame scanning frequency of 150 Hz, the set angular
velocity was ∼4.7 rad∕s, which corresponds to a modulation
of ∼22.96 kHz.

2.2 Scanning Protocol

A modified scanning protocol was implemented with
LabVIEW and National Instrument’s (NI) analogue board
(NI PCI-6713) to specifically enable fast acquisition and
processing of correlation mapping. In this study, the camera
integration time was set at 6.96 μs for imaging, allowing
∼ < 1 μs for downloading the spectral data from line detector
(1024 pixels, A scan) to the host computer via CameraLink™
and a high-speed frame grabber board (NI PCI 1428, NI,
USA). This configuration determined a line scan rate of
∼91 kHz for the camera. With this configuration, the B-
scan frame rate of the system was set to ∼150 frames per sec-
ond. To achieve three-dimensional (3-D) imaging, we used two
galvo-scanners to raster-scan the focused beam spot across the
sample in the fast-scan direction (i.e., B-scan) and 512 A-lines
were set to cover 4 mm. Unlike the previous version of the cm-
OCT scanning protocol, which requires a 3-D volume with
dense sampling of B-frames, this modified scanning protocol
captures repeated B-frames in the same lateral position to pro-
vide high-contrast correlation. In the slow-scan direction (i.e.,
C-scan), 200 sampling positions were set to cover a 4 mm dis-
tance and four repeated B-scans were set at every C-scan posi-
tion to reconstruct the cm-OCT flow map. Thus, the total
acquisition time to record 800 B-frames was ∼5.4 s. By imple-
menting this repeated scanning protocol, the texture pattern
artifact caused by the difference in optical heterogeneity of tis-
sue could be suppressed.33 Moreover, the repeated scan proto-
col provides the calculation of the correlation map in an
intralocation manner within the sample, which allows addi-
tional capability of providing wide-field imaging.

2.3 Full-Range Image Reconstruction and Correlation
Mapping Algorithm

Figure 2 shows the schematic of a flow diagram illustrating the
implemented scanning protocol and image reconstruction
method. As described above, the scan protocol samples the
same lateral position four times per volume. For 3-D imaging,
we set a scan volume of 4 mm × 3 mm × 6 mm (xyz) with a
voxel size of 512 × 1024 × 200 (xyz). In order to obtain the
full-range amplitude profile, an algorithm based on Hilbert
transform was employed. Before applying this full-range
reconstruction algorithm, the autocorrelation, self-cross corre-
lation, and fixed camera noises inherent with the SDOCTwere
eliminated by subtracting a reference spectrum, which is
obtained by taking the ensemble average of the whole volumet-
ric fringe data. Then the subtracted spectra were remapped
from λ-domain to k-domain by the spline interpolation method.
To obtain the full-range amplitude OCT image, first, the
Hilbert transformation is performed along the B-scan direction
to obtain the complex interferograms. Then the Fourier
transformation is applied along the k space value (in the z-
direction).

For volumetric reconstruction of microcirculation, the cor-
relation mapping algorithm is directly applied to the recon-
structed full-range amplitude OCT images as shown in
Fig. 2. Briefly, cm-OCT is an interframe microcirculation im-
aging method based on purely processing the amplitude of the
OCT signal. First, two full-range amplitude OCT images were
calculated by averaging the two consecutive frames of the four
OCT images captured at the same lateral position to obtain
good sensitivity. Then the correlation between these two
full-range OCT B-frames is determined by cross-correlating
a grid from frame A (average of frames 1 and 2) to the
same grid position from frame B (average of frames 3 and 4)
using the following equation:

Fig. 1 (a) Experimental setup of the high-speed spectral-domain OCT system. DG, diffraction grating; L1 to L5, lenses; PC, polarization controller; OC,
optical circulator; FC, fiber coupler; RM, reference mirror. (b) Schematic of the beam offset method at the sample arm. L, objective lens; θ, scanning
angle; δ, beam offset displacement.

Journal of Biomedical Optics 021103-3 February 2014 • Vol. 19(2)

Subhash and Leahy: Microcirculation imaging based on full-range high-speed spectral domain correlation. . .

Downloaded From: http://biomedicaloptics.spiedigitallibrary.org/ on 02/13/2014 Terms of Use: http://spiedl.org/terms



cmOCTðx; yÞ ¼
XM

p¼0

XN

q¼0

½IAðxþ p; yþ qÞ − ĪAðx; yÞ�½IBðxþ p; yþ qÞ − ĪBðx; yÞ�ffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffiffi
½IAðxþ p; yþ qÞ − ĪAðx; yÞ�2½IBðxþ p; yþ qÞ − ĪBðx; yÞ�2

p ; (2)

where M and N are the grid size and Ī is the grid’s mean
value. This grid is then shifted across the entire XY full-
range OCT image and a two-dimensional correlation map
is generated. The resulting correlation map contains val-
ues in the range of −1 to þ1, indicating negative strong
correlation and strong correlation, respectively. In this par-
ticular study, we optimize the static tissue features with a
threshold correlation value >0.6 and the correlation value
ranging between þ0.6 to −0.6 is used for mapping the
microcirculation. A grid kernel size of 5 × 5 was empiri-
cally chosen to obtain optimal performance with the trade-
off of processing time. Custom-written software based on
Java was used to implement the correlation-mapping algo-
rithm, which includes the background noise suppression
using a structural mas k and enables the reconstruction of
both structural and microcirculation map.15 This software
requires only ∼30 s to process and render a volumetric
image of size 512 × 1024 × 200 (x × z × y).

3 Results and Discussion

3.1 Phantom Study

To test the feasibility of our proposed complex-conjugate-free
full-range cm-OCT method, we first performed a flow phantom
experiment with intralipid particles in a set of three translucent
capillary tubes. The flow phantom was made from synthetic clay
(Blu-Tack®, Bostik, Wauwatosa, Wisconsin) to simulate the
background optical heterogeneity of the tissue, and three capil-
lary tubes with an inner diameter of ∼500 μm were submerged
in this. The capillary tube was filled with a 2% intralipid solu-
tion, which was allowed to move under Brownian motion. For
imaging, the flow phantom was placed under the scan head of
the imaging system such that the sample remained at one side of
the zero-OPD; then 800 B-frame images were taken over an area
of 4 mmðxÞ × 6 mm (z) in approximately 5.4 s. While imaging,
we axially displaced the sample in order across the zero-OPD to

demonstrate the system capability of enhanced sensitivity and
full-range extended depth-imaging capability.

Figure 3(a) (Video 1) shows the cross-sectional structural
fly-through images of the flow phantom using standard spec-
tral-domain processing algorithm, by applying the correla-
tion-mapping algorithm to the same OCT amplitude images;
the corresponding cross-sectional flow images are shown in
Fig. 3(b) (Video 2). With this standard spectral-domain process-
ing, it is clearly evident that the true object structural and flow
images are obscured by the overlapping mirror image due to the
complex conjugate artifact. However, Fig. 3(c) (Video 3) and
3(d) (Video 4) shows the result of structural and cm-OCT
flow maps derived from the same set of spectral fringe data
with full-range complex conjugate removal algorithm. As can
be seen in Fig. 3(c) and 3(d), the complex conjugate mirror arti-
fact could be efficiently suppressed in both structural and cor-
relation-mapping microcirculation image.

3.2 In vivo Imaging of Microcirculation in Human
Skin

Next, in order to evaluate the system performance for in vivo
imaging applications, we imaged the dorsal skin over the distal
phalanx of left little finger of a healthy human volunteer. In
order to perform imaging, the little finger of the volunteer
was fixed on a home-built imaging platform, such that the dorsal
skin of the little finger faces the OCT probing beam. Imaging
was performed over an area of 4 mm × 3 mm at the location of
the nail-fold area (i.e., dorsal skin) over the distal phalanx of the
little finger as shown in Fig. 4(a). The scanning protocol was set
to capture 512 A-scans per B-frame over a scan distance of
4 mm. For 3-D imaging, we acquired 200 B-scan sampling posi-
tions over a scan range of 3 mm, such that four repeated B-scans
were captured at every C-scan position. The set B-frame rate
was 150 Hz, and this scan rate was adequate to eliminate
most of the effect of residual bulk tissue motion artifact.
Thus, the 3-D volumetric data consisted of a total of 800
B-frames with 512 A-lines per B-frame. The volumetric data
obtained was processed using the outlined cm-OCT method

Fig. 2 Flow chart of correlation-mapping image processing based on the modified scanning protocol.
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Fig. 3 Cross-sectional view of structural and flow image using conventional and full-range cm-OCT methods. (a) Structural OCT image with conven-
tional cm-OCT (Video 1, MOV, 2.62MB) [URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.1]. (b) Flow image with conventional cm-OCT (Video 2,
MOV, 3.13 MB) [URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.2]. (c) Structural OCT image with full-range cm-OCT (Video 3, MOV, 4.64 MB)
[URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.3]. (d) Flow image with full-range cm-OCT (Video 4, MOV, 2.24 MB) [URL: http://dx.doi.org/
10.1117/1.JBO.19.2.021103.4]. In the color bar, the higher correlation is shown as darker color, while lower correlation is shown as brighter
color. Scale bar is 500 μm.

Fig. 4 Cross-sectional view of structural and microcirculation image at the base of the dorsal nail-fold area using the conventional and full-range cm-
OCTmethods. (a) Photograph of the region of scan at the nail-fold area with a dimension of 4 mm × 3 mm. (b) Structural OCT image with conventional
spectral-domain processing. (c) Microcirculation image based on conventional cm-OCT processing. (d) Structural OCT image with full-range cm-OCT
processing method (Video 5, MOV, 4.38 MB) [URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.5]. (e) Complex-conjugate-free microcirculation
image with full-range cm-OCT processing method (Video 6, MOV, 1.38 MB) [URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.6]. Scale bar is
500 μm.
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with a kernel size of 5 × 5. Figure 4(b) and 4(c) shows the cross-
sectional view of structural image and the corresponding corre-
lation-mapping flow image with conventional spectral-domain
processing method. As described above, the true image is hin-
dered by the mirror image due to the complex conjugate artifact.
Figure 4(d) (Video 5) and 4(e) (Video 6) shows the correspond-
ing fly-through of the cross-sectional structural and cm-OCT
flow image using the full-range complex conjugate removal
algorithm. These results clearly show the capability of full-
range cm-OCT to provide complex-conjugate-free full-range
cm-OCT flow image with additional benefits of doubling the
measurement range for both structural and microcirculation im-
aging. It also enables the accessibility of high-sensitivity area
near the zero-OPD, which is quite useful for various in vivo
experiments.

Figure 5(a) (Video 7) shows the volumetric visualization ren-
dered by merging the full-range microstructural 3-D image and
the corresponding 3-D image of microcirculation with a size of
4 mmðxÞ × 3 mmðyÞ × 6 mmðzÞ acquired with the full-range
cm-OCT method. Figure 5(b) (Video 8) reveals the microcircu-
lation map through the volume cutaway of the structural OCT

image. The reconstructed cm-OCT map clearly illustrates the
normal nail-fold capillary pattern. Typically, the capillary
loops physiologically have a hairpin shape and are arranged
in parallel longitudinal rows in the proximal nail-fold area.34

However, the lateral resolution of our system was not good
enough to clearly resolve the loops of the capillaries. By
using high-numerical aperture objective lens, it could be pos-
sible to resolve the hairpin loops of the capillaries. Figure 5(c)
(Video 9) shows the volumetric view of the capillary bed at the
proximal nail-fold area. Figure 5(d) shows the maximum inten-
sity projection through the entire volume of the reconstructed
cm-OCT flow map.

4 Summary
In this article, we described and presented a high-speed full-
range complex-conjugate-free SD cm-OCT system. By applying
a beam offset method to introduce a modulation frequency and
implementing a modified repeated scanning protocol, we opti-
mized the cm-OCT reconstruction algorithm to obtain complex-
conjugate-free microcirculation maps at an A-scan rate of
∼91 kHz. The high-speed full-range complex-conjugate-free

Fig. 5 Volumetric view of cm-OCT microcirculation map of the dorsal distal skin of little finger with a volume of area of 4 mm × 3 mm × 6 mm.
(a) Volumetric image showing the merged volumetric full-range structural image and cm-OCT microcirculation image (Video 7, MOV, 2.01 MB)
[URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.7]. (b) A longitudinally cutaway view of the 3-D volumetric full-range cm-OCT microcirculation
image (Video 8, MOV, 2.02 MB) [URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.8]. (c) Volumetric full-range flow image of nail-fold capillary
microcirculation (Video 9, MOV, 3.73 MB) [URL: http://dx.doi.org/10.1117/1.JBO.19.2.021103.9]. (d) Volumetric maximum intensity projection view
of full-range microcirculation of the nail-fold capillary flow.
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cm-OCT system was then applied to in vivo experiments. With
these experiments, we demonstrated the superior performance of
full-range cm-OCT system with modified repeated scanning
protocol to provide high-speed microcirculation mapping
with better contrast for wide-field imaging applications.
Compared to conventional cm-OCT, full-range complex-conju-
gate-free cm-OCT is able to provide double measurement range
and higher system sensitivity. Although we demonstrated the
full-range complex imaging cm-OCT at ∼91 kHz A-scan rate,
the system reported here has no limitations on the imaging speed
and can directly be applied to any existing high-speed Fourier-
domain OCT setup to achieve volumetric in vivo microcircula-
tion imaging with extended imaging depth range and high
sensitivity.
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